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Chemical constituents in ice core samples are proxy for past environmental conditions of the earth. Conventional methods for 
major ion analysis requie preparation of liquid samples from ice core samples. Cutting and decontamination processes of ice 
samples are laborious work in a cold laboratory and a clean room. And these processes prohibit high resolution analysis. 
We are developing a Continuous Flow Analysis System with Ion Chromatographs (CFA-IC system). The development has 
two major targets (1) connection of ICs to a conventional CFA system and (2) high resolution analysis with ICs. The system is 
composed with two ICs, an injection unit, and a melting unit. Their units are controlled and monitored by a PC. IC analysis 
starts by a trigger signal from PC and IC sends a digital signal to PC when next analysis is ready. The injection unit can inject 
7 samples including standard samples to ICs. It consists of 5 pumps, 5 valves, a debubbler and flow tubes etc. We decided to 
use the debubbler as a buffer tank to measure average concentration in a sample melted from a given depth interval, with 
continuoius flow of the melting ice core coming to the injection unit. Flow lines in the injection unit are flushed by ultra pure 
water before each IC analysis. We succeeded in test analysis of liquid samples and the target (1) is almost reached. We are 













を行った。分析は既製品のイオンクロマトグラフを用いるが、CFA 用の制御用 PC より分析開始と終了の信号の入
出力を行い、外部のサンプルループに導入した試料の分析が行えるようにした。導入部は、ポンプ５台、バルブ
５個、デバブラー、チューブなどを組み立てることにより構成した。分析試料は、融解試料が同じ速度で流入す
ることを想定し、試料の一定深度区間を代表する濃度が測定可能となるようデバブラーをバッファータンクとし
て用いている。現在のシステムでは、分析試料および標準試料の分析のため、超純水を含む７種類の任意の試料
をサンプルループに導入することが可能である。また、導入部の流路は、分析毎に超純水で洗浄するようにした。
現在、分析部と導入部の自動化が概ね完了し、分析試料と標準試料の連続分析が可能となった。また融解部は別
途開発中であり、これを微小量の融解制御を行えるよう改良し、２．の実現を目指している。 
 
